In vivo efficacy of a silicone–cationic steroid antimicrobial coating to prevent implant-related infection

Dustin L. Williams a,b,c,*, Bryan S. Haymond a,c, James P. Beck a,c, Paul B. Savage d, Vinod Chaudhary d, Richard T. Epperson a,c, Brooke Kawaguchi a,c, Roy D. Bloebaum a,b,c

a George E. Wahlen Department of Veterans Affairs Medical Center, Salt Lake City, UT 84148, USA
b Department of Bioengineering, University of Utah, Salt Lake City, UT, USA
c Department of Orthopaedics, University of Utah, Salt Lake City, UT, USA
d Department of Chemistry and Biochemistry, Brigham Young University, Salt Lake City, UT 84602, USA

ABSTRACT

Active release antimicrobial coatings for medical devices have been developed to prevent and treat biofilm implant-related infections. To date, only a handful of coatings have been put into clinical use, with limited success. In this study, a novel antimicrobial compound was incorporated into a silicone (polydimethylsiloxane or PDMS) polymer to develop a novel active release coating that addressed several limitations of current device coatings. The efficacy of this coating was optimized using an in vitro flow cells system, then translated to an animal model of a simulated Type IIIB open fracture wherein well-established biofilms were used as initial inocula. Results indicated that the novel coating was able to prevent infection in 100% (9/9) of animals that were treated with biofilms and the novel coating (treatment group). In contrast, 100% (9/9) of animals that were inoculated with biofilms and not treated with the coating (positive control), did develop infection. Nine animals were used as negative controls, i.e., those that were not treated with biofilms, and showed a rate of infection of 11% (1/9). Eight animals were treated with the novel coating only to determine its effect on host tissue. Results indicated that the novel active release coating may have significant promise for future application to prevent biofilm implant-related infections in patients.

1. Introduction

Biofilm implant-related infections adversely affect thousands of patients and cost the U.S. healthcare system over $3 billion dollars each year [1]. These infections accompany devices such as orthopaedic implants [2], catheters [3], mechanical heart valves [1], pacemakers [14], sutures [5,6], ventricular shunts [7], and stents [8]. One of the most practical strategies undertaken over the last 30 years to prevent these infections has been to develop biomaterial device coatings that release antimicrobial compounds into the surrounding tissues and fluids of a patient [9–11]. These coatings are referred to as active release coatings. To date, only a handful of these coatings have been put into clinical use [5,10,12–23]. Clinical studies have shown that these coatings have had minimal to no success in reducing rates of infection in patients [5,10,12–24].

This limited success may be due to three reasons. First, in some instances, researchers have tested the performance of an antimicrobial coating in vivo without optimizing its efficacy in vitro [14,25]. Furthermore, the most common method that has been used to test the efficacy of a device coating in vitro has been the use of stagnant broth solutions or hard agar surfaces. Depending on the application, if stagnant broth solutions or hard agar surfaces are used, an antimicrobial that elutes out of a device coating will likely reach concentrations that are not physiologically relevant. In a physiological environment, fluid flow has been shown to be more likely present, thus, antimicrobial coatings may benefit from being tested under fluid flow conditions in vitro prior to testing them in vivo [26–29].

Second, similar to the first limitation, investigators have at times performed in vivo testing with a reliance on minimum inhibitory concentration (MIC) data [14,25]. However, MIC values are wholly based on data from planktonic bacteria [30]. Thus, MIC values are not likely to translate to levels that are required to eradicate biofilm bacteria [31]. Furthermore, Williams and Costerton have recently hypothesized that wound sites and surgical sites are at risk of being...
contaminated with bacteria that reside in the biofilm phenotype, which may further reduce the efficacy of prophylactic antibiotics that are administered based on MIC values [31].

Third, in all animal models of biofilm-related infections that have been tested to date, planktonic bacterial cells have been used as initial inocula [25,26,32–41]. However, data has overwhelmingly indicated that bacteria from natural ecosystems, including the human body, predominantly reside in the biofilm phenotype [31,42–48]. Based on this information one could argue that wound sites, surgical sites and implanted devices are at risk of being contaminated with bacteria that reside in the biofilm phenotype [31]. Moreover, active release agents that are optimized against planktonic bacteria may have reduced efficacy when they are exposed to bacteria that reside in biofilms, both in vivo and in vitro systems.

Each of these three limitations were addressed in this study by first optimizing an active release coating against biofilms of methicillin-resistant Staphylococcus aureus (MRSA) using an in vitro flow cell system. The coating that was developed was comprised of a silicone (polydimethylsiloxane or PDMS) polymer and an active release antimicrobial agent—corticosteroid antimicrobial-13 (CSA-13). CSA-13 is a synthetic analog of naturally occurring antimicrobial peptides (AMPs). Unlike AMPs, CSA-13 is not a peptide, thus it is not a target for proteases, it can be produced in commercial quantities at relatively low cost, and it has a very rapid, broad spectrum and nonspecific method of attack on bacterial cell membranes, which reduces the risk of engendering bacterial resistance [49,50]. CSA-13 has been shown to have superior activity to antibiotics and AMPs in head-to-head comparisons [50,51]. It has a shelf life of several years, and can be sterilized by gamma radiation, autoclaving or ethylene oxide treatment. Based on these data that were generated and the CSA-13 coating was tested against MRSA biofilms with n = 5 experiments per concentration using the flow cell system described below. All concentrations below 18% resulted in greater than 10^2 CFU at 24 h. A reduction that results in greater than 10^2 CFU would be considered unacceptable for clinical use by Clinical and Laboratory Standards Institute (CLSI) standards [55]. When 20% w/w was used, the PDMS polymer had undesirable mechanical properties due to reduced cross-linkage. Thus, CSA-13 was added to the PDMS dispersion such that a final 18% w/w concentration was obtained.

The CSA-13/PDMS dispersion was stirred for a minimum of 3 h. For those plates that were coated with PDMS only, no CSA-13 was added to the PDMS. Dispersions were degassed at ~25 in Hg to remove air bubbles prior to dip coating SS plates.

2.2. Stainless steel plates

For this study, sheets of 316L stainless steel (SS) were used to machine plates that were 2 cm × 2 cm with 2.7 mm screw holes drilled in each corner. Each plate had a thickness of 1.85 ± 0.01 mm. On the underside of each plate, a well with a depth of 300 µm and 1.2 cm width × 1.2 cm length was machined such that a 1 cm width × 1.2 cm length polyetherethketone (PEEK)/membrane could be placed in the well. The purpose for this PEEK membrane is described in the Biofilm Growth section below.

Prior to dip coating, each plate was grit blasted at 90 psi using fine grit silica beads in a dry media blast cabinet (model 360gp2, Trinity Tool Company, Fraser, MI, USA) in order to enhance the roughness of the surface. After grit blasting, the plates were cleaned and passivated following the American Society for Testing and Materials (ASTM) standard F86-04. Briefly, this passivation process involved cleaning and sonicating the plates in detergent, exposing them to a 35% nitric acid solution for 30–60 min and rinsing and sonicating them in copious amount of water for 20 additional minutes. Each plate was then allowed to air dry prior to dip coating.

2.3. PDMS suspension/concentration of CSA-13

It was experimentally determined that in order to reduce the number of bacteria in the MRSA biofilms to a potentially clinically acceptable level (less than 10^4 colony forming units (CFU)), an 18% w/w concentration of CSA-13 was needed in the active release coating. To determine this, 2%, 4%, 6%, 8%, 10%, 12%, 14%, 16%, 18% and 20% w/w concentrations of CSA-13 were tested against MRSA biofilms with n = 5 experiments per concentration using the flow cell system described below. All concentrations below 18% resulted in greater than 10^4 CFU at 24 h. A reduction that results in greater than 10^4 CFU would be considered unacceptable for clinical use by the FDA.

2.4. Dip coating procedure

Following passivation, SS plates were first hand dipped into MED-160 primer (NuSil Technologies) and allowed to dry for 45 min in ambient air and temperature on a rotating wheel to allow the primer to coat evenly over the surface of each plate. The rotating wheel was custom made to hold each plate on two prongs that were perpendicular to the face of the wheel.

After priming, SS plates were dipped by hand into a dispersion of PDMS only or PDMS with CSA-13. Plates were again placed onto the rotating wheel and allowed to cure for 7 days (as per the manufacturer’s recommendation) in a fume hood under ambient conditions. Importantly, the same technician dipped each of the plates under similar room conditions in an attempt to reduce lot-to-lot variability.

Uniformity of the coating was determined by measuring the thickness in three different areas of the plate using calipers with accuracy to 10 µm. The thickness was further confirmed by cutting the coating of several plates with a razor blade perpendicular to the plate surface, then measuring the thickness with a JEOL-6100 scanning electron microscope (SEM). The amount of CSA-13 per plate was calculated by weighing each plate before and after it was dipped, subtracting the weight of the plate, then multiplying the final coating weight by 0.18.

2.5. Flow cell

A flow cell unit was designed by the author DLW and machined by Biosurface Technologies (Bozeman, MT, USA). The unit consisted of 6 individual chambers, each having a 4 cm width × 4 cm length × 2 cm height (Fig. 1A and B). A 1/16” inner diameter Tygon tubing (catalog # EW-96429-34, Cole Parmer, Vernon Hills, IL, USA). One end of the tubing was connected to the barb, the middle portion of the tubing passed through a peristaltic pump (Masterflex L/S, catalog # 07523-80, Cole Parmer), and the other end of the tubing was placed into 10% BHI broth (catalog # B99070, Fisher Scientific). As such, the broth could be pulled through the tubing and then through a chamber of the flow cell unit.

One side of each chamber was drilled to have a 1/4” outlet hole (see Fig. 1A). The bottom of the hole was exactly 1 cm from the bottom of each chamber. A barbed connection was used to connect 1/4” inner diameter silicone tubing to an effluent bottle in which the BHI broth was collected after it had flowed through a chamber of the flow cell unit (Fig. 1C).

2.6. Biofilm growth

For this study a fresh, clinical isolate of MRSA was used. This isolate was collected from the knee of an infected patient and was passaged less than three times on Columbia blood agar. The isolate was confirmed to be one that formed biofilm as indicated by the presence of the icaADBC gene cluster, black colony growth on Congo Red agar and direct imaging of its growth on polyetherethketone (PEEK) membranes using scanning electron microscopy (SEM) [54]. To grow the...
biofilms on PEEK membranes, a membrane biofilm reactor was used. The development and repeatability of growing biofilms in this reactor, as well as SEM images of the biofilms, have been published previously [53,54].

In short, biofilms were grown by first inoculating the reactor with 500 mL of modified Brain Heart Infusion (BHI) broth that contained 1 mL of a 0.5 McFarland standard of the MRSA isolate. In this instance, a 0.5 McFarland standard equated to the development and repeatability of growing biofilms in this reactor, as well as SEM images of the biofilms, have been published previously [53,54].

In short, biofilms were grown by first inoculating the reactor with 500 mL of modified Brain Heart Infusion (BHI) broth that contained 1 mL of a 0.5 McFarland standard of the MRSA isolate. In this instance, a 0.5 McFarland standard equated to

To determine the repeatability, number of bacteria and maturity of biofilms were removed for quantification following each run of the reactor. The remaining six membranes were used in the actual experiment.

To quantify the CFU per membrane, PEEK membranes were vortexed in 5 mL of 10% BHI broth, sonicated for 10 min in a sonicating water bath set at 42k Hz and allowed to recover at room temperature for 20 min in the broth. A 10-fold dilution series was then used to calculate the CFU per PEEK membrane.

2.7. Quantification of MRSA cells in the biofilms

Quantitative and qualitative experiments have been performed previously to determine the repeatability, number of bacteria and maturity of biofilms on PEEK membranes that were used in the membrane biofilm reactor [54]. However, to confirm that the published numbers were consistent in this study, as well as to obtain a baseline of the number of CFU that grew on each membrane, two PEEK membranes were removed for quantification following each run of the reactor. The remaining six membranes were used in the actual experiment.

To quantify the CFU per membrane, PEEK membranes were vortexed in 5 mL of 10% BHI broth, sonicated for 10 min in a sonicating water bath set at 42k Hz and allowed to recover at room temperature for 20 min in the broth. A 10-fold dilution series was then used to calculate the CFU per PEEK membrane.

2.8. Flow cell setup/efficacy of CSA-13 in thin films

Following the 48-h growth period of the biofilm reactor, a PEEK membrane was aseptically removed and placed into a well on the underside of an SS plate. The plate was then secured to an autoclaved piece of bone using sterile cortical bone screws (Fig. 1D). The bone/SS plate/PEEK membrane construct was then placed into a chamber of the flow cell unit (see Fig. 1B). This procedure was repeated for all six chambers of the flow cell. Each chamber was then filled with 20 mL of 10% BHI broth in order to cover the entire bone/PEEK/SS plate construct. To model the body temperature of sheep, the incubator was set at 39 °C. Importantly, CSA-13 has the same activity at 39 °C as it has at 37 °C.

Over a 24-h period, a 10% BHI broth solution was flowed through the flow cell at a rate of 4.5 mL/h. This flow rate was chosen based on the work of Smith et al. [56], who showed that the rate of interstitial fluid flow in the hind limb of sheep can be between 1 and 8 mL/h. Moreover, the use of BHI broth was important as BHI is derived from boiled animal tissues. This broth was chosen to more closely model the environment that bacteria and CSA-13 would be exposed to in the future in vivo model.

At 4, 8 and 24-h time points, a bone/SS plate/PEEK membrane construct was aseptically removed from a chamber of the flow cell (Fig. 1B). The cortical bone screws were aseptically removed. The bone piece was placed into 20 mL of Dey Engley (D/E) broth (catalog #DF0819-17-2, Fisher Scientific), the SS plate was placed into 10 mL of D/E broth and the PEEK membrane was placed into 5 mL of D/E broth. The rationale for using D/E broth was because it contained lecithin, which is known to deactivate nitrogen containing antimicrobial compounds [57–59] and was confirmed to deactivate CSA-13. In this case, the CSA-13 was deactivated so that it did not have residual kill against bacteria during the quantification process. The different volumes of D/E broth were used to cover the entire surface of each of the different components within a 50 mL Falcon tube.

Each bone piece, SS plate and PEEK membrane was vortexed for 1 min, sonicated for 10 min and allowed to recover for 20 min prior to performing a 10-fold dilution series using trypsyn soy agar to quantify the number of CFU. Each dilution was plated in duplicate. Results were calculated to show the number of CFU/g of tissue for the bone samples, total CFU/SS plate and total CFU/PEEK membrane. In addition, a 100 μL sample of broth was collected from each chamber and each effluent bottle to determine the CFU/mL of broth in each.

In total, n = 9 experiments were performed. This included n = 9 experiments that involved PDMS only coated plates with biofilms (positive control, Group 1), n = 9 experiments with CSA-13 coated plates tested against MRSA biofilms (test group, Group 2), and n = 9 that involved PDMS only coated plates with no biofilm on the PEEK membranes (negative control, Group 3). The rationale for performing these experiments in groups of 9 was to model the number of sheep that would be used in the future animal study, wherein 9 sheep would be treated in a similar manner as each of the three treatment groups outlined. As such, this study included the proper controls to ensure that PDMS itself did not have an antimicrobial effect on the biofilms (positive control, Group 1) and that the experiment was performed aseptically (negative control, Group 3).

2.9. Short term elution kinetics

At each collection time point of 4, 8 and 24 h, the broth from the chamber and from the effluent bottle was collected and analyzed using high pressure liquid chromatography/time of flight mass spectrometry (LC/MS) with a reverse phase C18 column to determine the amount of CSA-13 that had eluted out of the coating. More specifically, a 50 μL sample of broth was spiked with a known amount of deuterated CSA-13 (dCSA-13), which was mixed with NaOH to remove the positive charge from both CSA-13 compounds. The mixture was re-suspended in dichloromethane (DCM) to separate the phases, then allowed to dry in order to be re-suspended in 60% acetonitrile. A 5 μL sample was then injected into the LC/MS and pushed through the column over 3½ minutes while the acetonitrile concentration was increased from 60% to 100%. The ratio of counts from the CSA-13 and dCSA-13 was used to calculate the concentration of CSA-13/mL that was present in the original broth sample.

Please cite this article in press as: Williams DL, et al., In vivo efficacy of a silicone–cationic steroid antimicrobial coating to prevent implant-related infection, Biomaterials (2012), http://dx.doi.org/10.1016/j.biomaterials.2012.08.003
2.10. Long term elution kinetics/residual antimicrobial kill

Five CSA-13 coated SS plates were used to determine the amount of CSA-13 that eluted out of the PDMS polymer over a 15-day period. To do so, these five plates were placed into five separate chambers of the flow cell. A 10% BHI broth solution was flowed through the chambers for 15 days. At 24-h intervals, the broth was collected from the effluent bottles and analyzed using the same LC/MS technique as before.

In addition to collecting broth for elution kinetics data, each of the broth samples were also used to determine the efficacy of the eluted CSA-13 against planktonic bacterial cells in order to determine the duration of antimicrobial kill that the active release agent provided. This was done by pipetting 990 μL of a broth sample from each of the five plates that had eluted over a 30-day period into a test tube followed by 10 μL of water that had been adjusted to a 0.5 McFarland. The final concentration of bacteria was ~5 × 10^7 cells/mL. The rationale for using this amount of bacteria was to coincide with the recommendations of CLSI standard M26-A. Each broth sample was incubated overnight at 39 °C to model the temperature of a sheep's body. A 10-fold dilution series was used to quantify the number of bacteria that remained in each broth sample with each dilution being plated in duplicate.

2.11. Extraction analysis

In order to determine if components of the PDMS material in the coating had broken down or deteriorated within the flow cell, a representative sample of BHI broth alone as well as samples of broth from Day 1, Day 5 and Day 10 of elution were analyzed by Matrix Assisted Laser Desorption Ionization Time of Flight Mass Spectrometry (MALDI/TOF). The mass spectral data was collected using delayed ion extraction mode on a Voyager-DE STR MALDI/TOF mass spectrometer (PerSeptive Biosystems, Framingham, MA, USA). Samples were spotted using a dried-droplet method. More specifically, fresh solution of saturated 4-cyano-4-hydroxy cinnamic acid (CHCA) in a solvent system of 50:50 water:acetonitrile 0.1% trifluoroacetic acid (TFA) was prepared by thoroughly mixing the matrix powder with 1 μL of solvent in a 1.7 mL eppendorf tube, and then centrifuged to pellet undissolved matrix. The supernatant of this matrix solution was used for sample preparation for MALDI analysis. Samples were loaded onto a target plate and mixed on the target with 1 μL of supernatant of saturated matrix solution. All the MALDI spectra were acquired in reflector mode, which was operated at 10,000 resolution over a mass range from 400 to 5000 Da.

2.12. Statistical analysis

To compare the number of CFU that were present in the various samples of the CSA-13 (Group 1) and the PDMS only (control, Group 2), the independent sample test was used. Group 3 was not included as all of the CFU counts were 0. The t test was used based on the fact that in each case, the data sets from all samples in the two groups were normally distributed, the data were sampled independently, and Levene’s test of equality was statistically insignificant, suggesting that there was not a statistically significant difference in the variances of the two groups.

3. In vivo materials and methods

3.1. Stainless steel plates

SS plates were manufactured, cleaned, passivated, and dip coated in the same manner as they were for the in vitro analysis.

3.2. Biofilm growth

Biofilms were grown on the surface of PEEK membranes using the membrane biofilm reactor as they were for the in vitro analysis. However, for the in vivo work, after the 48-h growth period, all eight of the PEEK membranes containing MRSA biofilms were removed from the reactor, rinsed 3× in sterile PBS and transferred to 5 mL of dilute (10%) BHI broth. The biofilms were then transported to the surgical suite. Two surgeries were performed on any given surgery day, which required the use of four PEEK membranes per animal. At the end of each surgery day, the remaining four PEEK membranes were used to quantify the number of bacteria that were present on the membranes. Each PEEK membrane was found to have an average of 5.24 × 10^7 ± 2.22 × 10^7 (5.68 ± 0.19) when log_{10} transformed CFU of bacteria. These numbers were not significantly different from the previously published numbers of bacteria that grew on these PEEK membranes [54].

3.3. Animal selection and grouping

All animal work was performed with approval from the Institutional Animal Care and Use Committee (IACUC) and the Environmental Health and Safety (EHS) department at the University of Utah. For this study, 2–3 year-old female Columbia Cross sheep, weighing 75 ± 25 kg, were selected. This species of sheep had a flat area of bone on the proximal medial aspect of the tibia with a surface area that was suitable for securing of the plates with transosseous screws.

A total of n = 35 sheep were used in this study with n = 9 being treated with biofilm and PDMS only coated plates to serve as positive controls of infection (Group 1), n = 9 being treated with biofilm and PDMS with CSA-13 coated plates to serve as the treatment group (Group 2), n = 9 being treated with PDMS only coated plates and no bacteria to serve as negative controls of infection (Group 3) and n = 8 being treated with no biofilm and PDMS with CSA-13 coated plates to determine the effect of CSA-13 alone on host tissue (Group 4). For clarity, Table 1 provides an outline of the various animal Groups and treatments.

---

<table>
<thead>
<tr>
<th>Animal Group</th>
<th>Treatment</th>
</tr>
</thead>
<tbody>
<tr>
<td>Group 1 (n = 9)</td>
<td>Biofilm, PDMS only coated SS plates</td>
</tr>
<tr>
<td>Group 2 (n = 9)</td>
<td>Biofilm, CSA-13 coated SS plates</td>
</tr>
<tr>
<td>Group 3 (n = 9)</td>
<td>No biofilm, PDMS only coated SS plates</td>
</tr>
<tr>
<td>Group 4 (n = 8)</td>
<td>No biofilm, CSA-13 coated SS plates</td>
</tr>
</tbody>
</table>

---

Please cite this article in press as: Williams DL, et al., In vivo efficacy of a silicone–cationic steroid antimicrobial coating to prevent implant-related infection, Biomaterials (2012), http://dx.doi.org/10.1016/j.biomaterials.2012.08.003
After plate placement, a swab of the cortical bone surface was collected to determine if bacteria had already begun to dislodge away from the biofilm on the PEEK membrane. The surgical site was closed with interrupted 2-0 Vicryl (catalog #5339H, Ethicon, Cornelia, GA, USA) subcutaneous sutures and a running subcuticular 2-0 Proline (catalog #8533H, Ethicon) suture. A swab of the incision site was taken to determine if bacteria were present on the skin. Prior to wrapping the surgical site, the leg was cleaned with saline and isopropyl alcohol to kill bacteria that may have been present on the skin. This helped to reduce the risk of cross contamination throughout the animal facility and between animals.

For post-operative analgesia, each sheep was given an epidural dose of morphine (0.1 mg/kg) and two fentanyl patches (100 µg/h) were placed in a shaved area on the left forelimb. An injection of flunixin (1.1 mg/kg) was administered to diminish inflammation. Post anesthesia monitoring extended until the animals could stand on their own, as well as eat and drink.

3.5. Surgical follow up

Throughout the course of the study, each sheep was monitored by the authors’ team and a veterinarian in the animal quarters to assess any symptoms of pain and distress. Under veterinary supervision, animals that showed signs of pain or distress were treated with Buprenex (0.01 mg/kg) or additional fentanyl patches. If excessive inflammation was present, they were further treated with Rimadyl (4.4 mg/kg).

Using a clinical grading system, based on the hallmarks of infection: calor (heat), rubor (redness), dolor (pain), and tumor (swelling), the sheep were monitored daily for a 12-week period for these signs of infection. A daily rectal temperature of each sheep was taken. The sheep were allowed to develop in any of the animals. This included excessive heat, excessive inflammation, purulent drainage, implant exposure, excessive limping, local tenderness, off feed and/or water, lethargy, and fever.

3.6. Bone labeling

As stated by Bloebaum et al. [61], “Fluorochrome labeling is a well-established method of measuring the mineral apposition rate (MAR), at which osteoid matrix, produced by osteoblast cells, is deposited and mineralized to form new bone.”

In this study, calcein fluorochrome (catalog #C-0875, Sigma–Aldrich) was used as a non-antibacterial agent to label bone and to calculate the mineral apposition rate (MAR), i.e. the remodeling rate of the sheep bone. The method by which this works is after the calcein is injected, it is taken up by osteoblast cells and released into the collagen matrix of newly forming bone. After processing, calcein fluorochrome can be observed in tissue samples as they are imaged using an excitation wavelength of 495 nm and emission of 515 nm. The imaging that was performed in this study is described in the MAR Analysis section below.

Calcein was prepared in reverse osmosis water to a final concentration of 30 mg/mL. Approximately 1/3 of the final volume was sodium hydroxide due to the acidic nature of calcein. The pH was adjusted to 7.2–7.4, filtered using a 0.22 µm filter for sterility and the solution administered IV at 0.33 mL/kg of body weight. Two separate injections were given: one 16 days and one 5 days prior to the established endpoint of each sheep to create a double label in the bone. The infected sheep that were euthanized prior to the 12-week endpoint, or those that were euthanized early for another reason, did not receive calcein injection.

3.7. Euthanasia/gross photography/radiographs/microbiological sampling

Sheep were euthanized at the end of 12 weeks, or once a Grade III infection was determined to exist. To euthanize, animals were initially sedated with an IV injection of ketamine (5 mg/kg) and diazepam (0.5 mg/kg). Euthanasia was then performed by IV injection of beuthenaxia D solution (1 mL/4.5 kg).

A swab of the incision site (~1 cm² area) was taken and streaked onto Columbia blood agar for semi-quantitative analysis. More specifically, 1+ growth was defined as having growth in the first zone of streaking, 2+ having growth in the second zone and 3+ having growth in the third zone. The agar plate was incubated overnight at 37 °C. Next, the skin at and surrounding the incision site was prepared using chlorhexidine/isopropyl alcohol antiseptic. A scalpel was used to aseptically re-open the incision site and a swab of the subdermal tissue was collected to determine if bacteria had penetrated into the soft tissues superficial to the plates and PEEK membranes. This swab was also cultured on Columbia blood agar for semi-quantitative analysis.

Gross photography of the soft tissues and bone were collected throughout the sampling/dissection process. Radiographs were obtained using a cabinet x-ray system (Model 43855A, Faxitron X-Ray Corporation, Lincolnshire, IL, USA) set at 60 kV for 5 s, and processed with a Scan-X-II Linear Eraser Digital Imaging System (Air Techniques, All Pro Imaging, Melville, NY, USA) with Faxitron DX software.
Following radiographs, one of the SS plates was randomly selected and the underlying PEEK membrane was removed and placed into 5 mL of 10% BHI broth. The PEEK sample was vortexed for 1 min, sonicated for 10 min and allowed to recover in the broth at room temperature for 20 min (to allow the bacteria to convert from the biofilm to planktonic phenotype) before performing a 10-fold dilution series on TSA. The density of bacteria in CFU/PEEK membrane was recorded for each PEEK membrane and then log_{10} transformed. An additional swab of the bone surface (~1/2 cm²) was taken to determine if bacteria had remained on the surface of the bone.

3.8. Tissue embedment/sectioning

After radiographic imaging, all of the soft tissue was dissected from the bone with the exception of the tissue that was directly over the undisturbed SS plate. The sample was then fixed in modified Karnovsky’s fixative using 3 × 24 h changes. The bone sample was placed in 70% ethanol for 3 × 24 h then dehydrated in a Tissue-Tek VIP (Miles Scientific) instrument using ascending concentrations of ethanol (from 70% to 80%–95%–100%) and xylene. It was then placed into a solution of 80% methyl methacrylate (MMA; catalog #M55909-17L, Sigma, St. Louis, MO, USA) and 20% N-butyl (catalog #524980-4L, Sigma) (the combination of these two solutions was shown to be a normal bone response to the surgical trauma and implantation. The modified histopathological grading scale is provided in Table 2.

3.12. Pulsed field gel electrophoresis

To confirm that the MRSA bacterial isolate used for inoculation in this study was in fact the same isolate that was recovered by the various culture techniques that were performed at necropsy, pulsed field gel electrophoresis (PFGE) was used to examine deoxyribonucleic acid (DNA) banding patterns between the isolates. To perform PFGE, the original isolate and each cultured isolate were first confirmed to be S. aureus by latex agglutination then digested overnight at 27 °C using Smal restriction endonuclease. Salmonella serotype Braenderup (H9812) was used as an internal standard. This internal standard isolate was digested overnight at 37 °C with XbaI. Gels were run using a CHEF DR-II system (Bio Rad Laboratories, Hercules, CA, USA) at 200V and 14 °C. Initial switch time was 5 s and the final switch time was 40 s with a total run time of 21 h.

3.13. Statistical analyses

From a Kaplan–Meier survival curve, a Log–Rank test was used to examine the statistical significance in survival times between those sheep treated with biofilm and those that were not. A separate Log–Rank test was used to compare the time it took for animals in both groups to become infected. Time to infection differed from survival time since some sheep in Group 1 survived the full 12 weeks of the study, while displayed signs of infection very early on. Because the number of bacteria collected from PEEK membranes were not normally distributed, the non-parametric Kruskal Wallis test was used for analysis, as opposed to an ANOVA, to compare the number of bacteria that were collected on the PEEK membranes of the animals. In all instances, an alpha level of 0.05 was established to define statistical significance. All statistical data was analyzed using SPSS 17.0 software.

4. In vitro results

4.1. Dip coating

Plates that were coated with PDMS only (Fig. 3A) had a final coating weight of 71.4 ± 14.6 mg and a thickness of 97 ± 18 µm. In contrast, plates that were coated with PDMS/CSA-13 (Fig. 3B) had a coating thickness of 113 ± 22 µm and a final coating weight of 96.3 ± 9.7 mg. The amount of CSA-13 per plate was calculated to be 17.2 ± 0.61 mg. Notably, the increase in coating thickness of plates that were dipped in the PDMS/CSA-13 suspension compared to those that were dipped in the PDMS only suspension was believed to a Nikon Eclipse E600 microscope (Nikon Instruments Inc.). Using a modified histopathologic grading scale of Smeltzer et al. [62], a version of which has been used by our group previously [52], slides were examined to determine what level of osteomyelitis was present in the bone and or surrounding tissue regions. Osteomyelitis was indicated by the presence of bacteria, as determined by the microbiological analysis, in conjunction with chronic inflammation and bone necrosis/sequestra formation. Cortical bone growth/response was not a strong indicator of infection as it was present in the majority of sheep from all Groups. Thus, it appeared to be a normal bone response to the surgical trauma and implantation. The modified histopathological grading scale is provided in Table 2.

Table 2

<table>
<thead>
<tr>
<th>Intra- and peri-osseous chronic inflammation</th>
<th>0 Not present</th>
<th>1 Minimal to mild chronic inflammation with no significant fibrosis</th>
<th>2 Moderate to severe chronic inflammation with no significant fibrosis</th>
<th>3 Minimal to mild chronic inflammation with significant fibrosis</th>
<th>4 Moderate to severe chronic inflammation with significant fibrosis</th>
</tr>
</thead>
<tbody>
<tr>
<td>Bone necrosis</td>
<td>0 No evidence of necrosis</td>
<td>1 Single focus of necrosis without sequestrum formation</td>
<td>2 Multiple foci of necrosis without sequestrum formation</td>
<td>3 Single focus of sequestrum</td>
<td>4 Multiple foci of sequestrum</td>
</tr>
<tr>
<td>Cortical bone response</td>
<td>0 No cortical bone response</td>
<td>1 Cortical bone growth that does not extend beyond plate border</td>
<td>2 Cortical bone growth that begins to extend beyond plate border</td>
<td>3 Cortical bone growth that covers a plate part way</td>
<td>4 Cortical bone growth that covers a plate entirely</td>
</tr>
</tbody>
</table>

50 mm thickness, s Rapid Bone Stain (catalog #S-SRBS1, Dorn Rapid Stain, North American Composites, Los Angeles, CA, USA), was added to the sample. The sample was kept in a desiccator at 4 °C for 7 days. Finally, 5 g/L of Perkadox 16 was added to another batch of fresh Solution A and exchanged for the used mixture in the container and the sample was kept in a desiccator at 4 °C for an additional 9 days. Samples were then placed in a new container and Solution A was replaced with 5 g/L of Perkadox 16 and added polymerized in 2 cm layers using ultraviolet light. Each layer required 48 h to fully polymerize. The final product resulted in a polymethyl methacrylate (PMMA) embedded sample containing the bone, PEEK membrane, SS plate and soft tissue regions.

Once embedded, tissue samples were cut using a band saw to remove excess PMMA and isolate the area of interest. Samples were further sectioned into ~2 mm sections using a diamond blade water saw. Radiographs of the sections were obtained following the same procedure outlined above. Five sections were obtained per plate. Two sections were ground and polished to an optical finish, which was coated with a coating thickness of 113 µm and a thickness of 97 µm. Notably, the increase in coating thickness of plates that were coated with PDMS only had a coating thickness of 113 ± 22 µm and a final coating weight of 96.3 ± 9.7 mg. The amount of CSA-13 per plate was calculated to be 17.2 ± 0.61 mg. Notably, the increase in coating thickness of plates that were dipped in the PDMS/CSA-13 suspension compared to those that were dipped in the PDMS only suspension was believed to be a normal bone response to the surgical trauma and implantation. The modified histopathological grading scale is provided in Table 2.

4.1. Dip coating

Plates that were coated with PDMS only (Fig. 3A) had a final coating weight of 71.4 ± 14.6 mg and a thickness of 97 ± 18 µm. In contrast, plates that were coated with PDMS/CSA-13 (Fig. 3B) had a coating thickness of 113 ± 22 µm and a final coating weight of 96.3 ± 9.7 mg. The amount of CSA-13 per plate was calculated to be 17.2 ± 0.61 mg. Notably, the increase in coating thickness of plates that were dipped in the PDMS/CSA-13 suspension compared to those that were dipped in the PDMS only suspension was believed to be a normal bone response to the surgical trauma and implantation. The modified histopathological grading scale is provided in Table 2.

Please cite this article in press as: Williams DL, et al., In vivo efficacy of a silicone–cationic steroid antimicrobial coating to prevent implant-related infection, Biomaterials (2012), http://dx.doi.org/10.1016/j.biomaterials.2012.08.003
to be due to the fact that the PDMS/CSA-13 suspension was thicker (more viscous) with the CSA-13 added to it, which appeared to have led to a slight increase in the amount of solution adhering to the plates.

4.2. Biofilm quantification

A total of \( n = 36 \) PEEK membranes from 18 different runs of the biofilm reactor were used to quantify the CFU/PEEK membrane in order to obtain a baseline of cells on each membrane. Results showed that, similar to previously published data, there were \( 9.41 \pm 0.35 \log_{10} \text{CFU/PEEK membrane} \) [54].

4.3. Efficacy of CSA-13 in thin films

Over the 24-h period that the 10% BHI broth was flowed through the flow cells, there were 107 ± 6 mL of broth that flowed through each of the chambers. Results from the samples that were in chambers with PDMS only coated plates showed that there was a slight decrease in the number of CFU/PEEK membrane compared to the number of CFU/PEEK membrane that were quantified immediately after the 48-h growth period in the biofilm reactor. More specifically, there were 7.75 ± 0.75 \log_{10} \text{CFU/PEEK membrane} that were quantified on membranes after 24 h of exposure to PDMS only coated plates (Fig. 4A). This difference was statistically significant (\( p < 0.05 \)).

The broth samples from the chambers and bottles that were collected with the PDMS only coated plates had an increase in the number of CFU/mL of broth at each time point (Fig. 4A). By 24 h, there were 8.19 ± 0.20 \log_{10} \text{CFU/mL of chamber broth} and 6.46 ± 1.89 \log_{10} \text{CFU/mL of bottle broth}.

Results indicated that those biofilms on PEEK membranes which were exposed to plates coated with PDMS and CSA-13 had greater than an 8 \log_{10} reduction of bacteria on the surface over a 24-h period (Fig. 4B). More specifically, there were 0.50 ± 0.75 \log_{10} \text{CFU/PEEK membrane} after 24 h. When compared to the number of bacteria that were on the PEEK membranes used for quantification, the difference was statistically significant (\( p < 0.05 \)). The broth samples collected from chambers that had CSA-13 coated plates had no detectable amounts of bacteria after 24 h in the broth from the chamber or from the bottles (Fig. 5B). There were 0.22 ± 0.67 \log_{10} \text{CFU/SS plate detected}.

Interestingly, the number of bacteria in the bone samples exposed to CSA-13 increased over the 24-h period, with 3.49 ± 1.42 \log_{10} \text{CFU/g of tissue being detected in the first 4 h and 5.27 ± 1.52} \log_{10} \text{CFU/g of tissue being detected after 24 h (Fig. 4B). This was believed to be due to an interaction of the positively charged CSA-13 with the negatively charged components of the bone. However, there were ~3 \log_{10} more CFU in the bone samples from chambers with PDMS only coated plates compared to those bone samples that were in the chambers with CSA-13 coated plates.
Specifically, after 24 h, there were $8.41 \pm 1.08 \log_{10} \text{CFU/g}$ of bone in the PDMS only group, versus $5.27 \pm 1.52 \log_{10} \text{CFU/g}$ of bone in the CSA-13 treated samples. This difference suggested that CSA-13 had significantly greater efficacy than no CSA-13 at all. This difference was statistically significant ($p < 0.05$), as were all of the differences in bacterial numbers between each of the samples in the positive control group and the treatment group. There was no growth in any of the samples that were tested without a bacterial inoculum, which confirmed that the process could be performed aseptically.

4.4. Short term elution kinetics

Elution kinetics results indicated that although there was a reduction in the overall $\mu$g/mL of CSA-13 from 4 h to 24 h in the chamber broth and in the bottle broth, there was no significant difference in the overall % release of CSA-13 (see Table 3), which was indicative of zero-order release. This was likely due to the fact that CSA-13 was saturated in the solution during that time. In addition, over time, it appeared that CSA-13 molecules may have accumulated in the bone samples and the molecules were likely interacting with the bacterial cells that were present, which may explain the slightly lower overall % release at 24 h compared to 4 and 8 h. The overall % release was calculated using the total volume of broth that had flowed through the flow cell over 24 h. By 24 h, $10^7 \pm 6$ mL of broth had flowed through each of the chambers and into the effluent bottles and there were approximately 15 mL of broth in the chambers. No CSA-13 was detected in the broth from those chambers that had PDMS only coated plates.

4.5. Long term elution kinetics/residual antimicrobial kill

Long term elution data indicated that the release of CSA-13 declined in a first-order fashion over the first five days (Fig. 5). After five days, the detection limit of the particular LC/MS technique used in this study was surpassed as the broth samples contained less than 0.5 $\mu$g/mL of CSA-13 thus only five days of data are presented. In this portion of the study, by 24 h there were approximately 13 $\mu$g/mL of CSA-13 in the broth that was collected and by day 5 there were approximately 0.69 $\mu$g/mL.

Table 4 presents the data that was collected by testing the residual antimicrobial efficacy of the broth that was collected during the long term elution kinetics study. These data indicated that over the first 10 days, there were sufficient amounts of CSA-13 in the broth samples to reduce the number of bacteria by greater than 3 log$_{10}$ units (from $10^3$ to $10^2$ CFU/mL). By day 12, there was a noticeable increase in the number of CFU/mL indicating that the concentration of CSA-13 in the broth had dipped below bactericidal levels.

4.6. Extraction analysis

MALDI/TOF analysis indicated that no detectable amounts of PDMS material were present in any of the broth samples tested.

<table>
<thead>
<tr>
<th>Table 3</th>
<th>LC/MS data and overall % release calculated from each of the broth samples at 4, 8 and 24 h of sample collection. The data showed that there was a decrease in the $\mu$g/mL of solution over time, but that during the first 24 h, there was zero-order release kinetics of the overall % release.</th>
</tr>
</thead>
<tbody>
<tr>
<td>Broth sample</td>
<td>$\mu$g/mL</td>
</tr>
<tr>
<td>4 hour chamber</td>
<td>66.56 ± 32.4</td>
</tr>
<tr>
<td>4 hour bottle</td>
<td>16.66 ± 12.48</td>
</tr>
<tr>
<td>8 hour chamber</td>
<td>57.37 ± 36.89</td>
</tr>
<tr>
<td>8 hour bottle</td>
<td>19.35 ± 12.62</td>
</tr>
<tr>
<td>24 hour chamber</td>
<td>23.68 ± 18.86</td>
</tr>
<tr>
<td>24 hour bottle</td>
<td>9.38 ± 5.25</td>
</tr>
</tbody>
</table>

In summary, the results from all of the in vitro data suggested that when used as the active release agent of this coating technology, and at an 18% w/w concentration, CSA-13 would have the ability to reduce the number of bacteria in MRSA biofilms to a level that could be handled by a host. In this case, the host was a sheep.

5. In vivo results

5.1. Dip coating

Plates that were coated specifically to be used in the in vivo portion of this study had slightly different, but not statistically significantly different, weights compared to those that were coated for in vitro analysis. Those coated with PDMS only had a final coating weight of $73.0 \pm 6.4$ mg and a thickness of $83 \pm 12$ $\mu$m. In contrast, plates that were coated with PDMS/CSA-13 (Fig. 3B) had a coating thickness of $120 \pm 5$ $\mu$m and a final coating weight of $93.9 \pm 13.4$ mg. The amount of CSA-13 per plate was calculated to be $17.49 \pm 0.53$ mg.

5.2. Surgical follow up

A survival curve including each of the 35 sheep in this study was plotted using a Kaplan–Meier survival curve (Fig. 6A). The reason that one sheep in Group 1, two sheep in Group 2 and three sheep in Group 3 went slightly longer than the 12-week endpoint was due to logistical reasons for euthanasia.

Three of the nine sheep in the positive control group (Group 1) were euthanized early due to a Grade III infection. Two other sheep in Group 1 were euthanized just days prior to the 12-week endpoint, due to the fact that each of them had their surgical leg break during routine observation. Both of these breaks occurred near the inferior plate in the sheep and it was believed that these breaks occurred as a result of osteomyelitic bone that had been weakened. These five sheep in Group 1 that were euthanized early did not receive a double label of calcine. The two sheep that had
The Log–Rank test indicated that there was no statistically significant difference in survival times between any of the groups ($p = 0.0137$). There was no statistically significant difference in the time to infection for Group 2, Group 3 and Group 4 ($p = 0.651$; Fig. 6B), but there was a difference in the time to infection between Group 1 and all other Groups ($p = 0.000$) (Fig. 6B). These differences corroborated with the microbiological data.

5.3. Microbiology

From the swabs that were taken of the subdermal tissues immediately after the SS plates had been secured to the bone during surgery, it was found that MRSA bacteria were released from the biofilm onto the bone surface and into the surrounding tissues within minutes after inoculation for Groups 1 and 2. No bacteria were cultured from those sheep in Group 3 or Group 4 at the time of surgery.

At necropsy, microbiological data showed that all sheep had between 1+ and 2+ growth of bacteria on their skin near the incision site area. These were normal flora bacteria. All sheep in Group 1 had subdermal abscesses. No sheep in Group 2 or Group 4 had growth in the subdermal tissues. Interestingly, the one sheep from Group 3 that had a large abscess and soft tissue infection had no growth by culture. It was concluded that the infecting organism was not culturable by the methods used in this study. However, the clinical indications suggested that the tissue was highly infected and the histology showed that this tissue had significant inflammation and necrotic tissue indicative of infection.

PEEK membranes collected from Group 1 sheep contained an overall log$_{10}$ density of 6.11 ± 0.89 CFU/PEEK membrane. No bacteria were detected on the PEEK membranes of Group 2 or Group 4 sheep. There was no growth on the PEEK membrane of the sheep in Group 3 that had a soft tissue infection. However, a different sheep from Group 3 had 2.39 log$_{10}$ CFU of Alloccocus otitis and Corynebacterium on a PEEK membrane at the time of necropsy, but that sheep did not show signs of infection during the 12-week monitoring period. When compared using a Kruskal Wallis test, it was found that there was no statistically significant difference in bacterial numbers from PEEK membranes between Group 2, Group 3 and Group 4 ($p = 0.389$), whereas there was a difference between Group 1 and all other Groups ($p = 0.000$ in each case).

These data indicated that the microbiological findings correlated with the clinical observations of the sheep, wherein those treated with biofilm and no CSA-13 (Group 1) suffered a Grade II or higher infection, and those treated with biofilm and CSA-13 (Group 2) did not suffer from infection, only one sheep from Group 3 suffered a soft tissue infection and no sheep in Group 4 developed infection.

Notably, when removing the SS plates for microbiological analysis, it was observed that in each of the Group 1 sheep, the bone screws had become completely loose and in three animals the plates had lifted off the surface of the bone. This was due to bone resorption around the screws, which was a result of infection as indicated by SEM analysis and histological results (see SEM and Histology results). No screws or implants came loose in sheep from Groups 2, 3 or 4. It was interesting to observe that in Group 2, Group 3 and Group 4 sheep, the cortical bone began to grow on/attach to the PEEK membranes, which made it difficult to remove them for quantification. In contrast, the PEEK membranes in the infected sheep had no attachment of bone to them and were easily removed.
5.4. Pulsed field gel electrophoresis

Using PFGE analysis, it was confirmed that all of the MRSA isolates that were cultured from sheep in Group 1 were the same as those that were used as initial inocula.

5.5. Gross photography/radiography

Gross photographs of the sheep limbs provided evidence that an abscess formed in the surgical area of Group 1 sheep (Fig. 7A). No abscess formation was seen in sheep from Group 2 or Group 4 (Fig. 7C and G) and only one had an abscess form in Group 3 (Fig. 7E). Furthermore, signs of infected tissue, including pus and significant inflammatory and cortical bone response, could be seen in Group 1 sheep once the skin was resected (Fig. 7B). In contrast, only a thin membrane of tissue grew over the plates in Group 2 (Fig. 7D), Group 3 (Fig. 7F) and Group 4 (Fig. 7H) sheep with minimal periosteal/cortical bone response.

All 17 sheep that were treated with CSA-13 had what appeared to be areas of coagulated blood underneath the SS plates (Fig. 8). It was hypothesized that this blood coagulated due to the fact that CSA-13 had a slight hemolytic effect as it eluted in a bolus dose initially. The pressure from securing the SS plates to the bone may have then entrapped some of the hemolyzed/coagulated blood underneath the plate.

Radiographic evidence also suggested that in Group 1 sheep, "moth eaten," osteomyelitis bone was visible (Fig. 9A). This result was particularly apparent in the microradiographs that were taken of bone sections after they had been embedded and cut (Fig. 9B). From these sections a significant cortical bone response and an endosteal response indicative of osteomyelitis and responsive new bone formation could be seen in Group 1 sheep. No such response was seen in Group 2 (Fig. 9C and D), Group 3 (Fig. 9E and F) or Group 4 (Fig. 9G and H).

These radiographs indicated areas of resorption near the screws of sheep in Group 2 that were treated with CSA-13 and biofilm. Specifically, areas of bone resorption were seen below the SS plates and near the screws forming "C" shaped areas of radiolucencies (Group 2; Fig. 9D).

5.6. SEM analysis

In Group 1 sheep, BSE images indicated that there was a considerable amount of bone resorption directly underneath the SS plates. This resorption led to the formation of a single focus of sequestrum or multiple foci of sequestra, which was commonly seen in these bone regions of sheep from Group 1 (Fig. 10A). Resorption was also seen near the bone screws in Group 1 sheep (Fig. 10B), which supported the observation mentioned previously that these screws were loose. Bone resorption that occurred in this Group of sheep appeared to accompany the presence of infection. There were no screws loose in Group 2 or Group 4 sheep and no sequestrum formation was observed underneath the SS plates (Fig. 10C and G).

Notably, the resorption that occurred near the screw regions in those sheep from Group 2 did not appear to accompany infection. In contrast, in those regions where resorption was seen to have occurred by radiographic analysis, the SEM data indicated that new bone was forming in those regions (Fig. 10D and H). Thus, new bone was able to replace and repair the bone that had been resorbed. This suggested that although the bone had resorbed away, it did not appear to adversely affect new bone growth, integration with the screw threads or the overall success of the implants and coating.

In Group 3 sheep, areas of minimal remodeling were seen directly underneath the SS plates (Fig. 10E) and bone remodeling occurred by radiographic analysis, the SEM data indicated that new bone was forming in those regions (Fig. 10D and H). Thus, new bone was able to replace and repair the bone that had been resorbed. This suggested that although the bone had resorbed away, it did not appear to adversely affect new bone growth, integration with the screw threads or the overall success of the implants and coating.

Please cite this article in press as: Williams DL, et al., In vivo efficacy of a silicone–cationic steroid antimicrobial coating to prevent implant-related infection, Biomaterials (2012), http://dx.doi.org/10.1016/j.biomaterials.2012.08.003
Fig. 9. (A) Radiograph of the tibia of a sheep from Group 1 that suffered from osteomyelitis. This radiograph is from one of the sheep that broke its leg during a routine checkup. Note the “moth eaten” bone in the inferior and superior regions of the SS plates (arrows). (B) Microradiograph of a bone section (Group 1 sheep) that was cut after it had been embedded in PMMA. This radiograph provides evidence for why the bone screws were loose in Group 1 sheep; the screws had lost contact with the host bone. The infection had caused the screws to come loose, and contributed to resorption of bone throughout the cortical bone regions, which led to the “moth eaten” appearance. (C) Radiograph of a tibia from a sheep that was treated with CSA-13 coated plates (Group 2). (D) Microradiograph of a bone section from a sheep treated with CSA-13 coated plates. Areas of “C” shaped resorption can be seen near both screws. (E) Radiograph of a tibia from a sheep in Group 3. (F) Microradiograph of a bone section from a sheep in Group 3. (G) Radiograph of a tibia from a sheep in Group 4. (H) Microradiograph of a bone section from a sheep in Group 4. In this Group of sheep, the “C” shaped areas of resorption were less noticeable compared to sheep in Group 2.

Fig. 10. SEM images of bone directly underneath SS plates and near cortical bone screws in sheep from each Group (all 30× original magnification). (A) SEM micrograph of the cortical bone surface directly underneath an SS plate that was from a sheep in Group 1. The arrow indicates an area of significant resorption that likely preface the formation of a sequestrum in the periosteal region. Resorption was indicated by the presence of jagged bone edges as a result of osteoclast activity and infection (as will be seen in the Histology section). Cracks that can be seen in the bone were an artifact of processing. (B) SEM micrograph of an area near a bone screw in a sheep from Group 1. The arrow again indicates an area of resorption. Note the presence of bone chips next to the screw and the gap between the bone chips and the resorbed bone surface. This gap provided an indication as to why the screws were loose in Group 1 sheep. (C) SEM micrograph of a cortical bone surface underneath an SS plate from a sheep in Group 2 (CSA-13 treated). The bone surface itself looked healthy and had no signs of resorption in the area where bacteria had been placed. (D) The arrow that is facing up in this SEM micrograph indicates the jagged border to which bone resorption had occurred whereas the arrow that is facing down points to new bone that was forming. The screw threads were in close contact with the bone surface. (E) SEM micrograph of the cortical bone surface underneath an SS plate that had been coated with PDMS only. Minor areas of remodeling were seen in this region of sheep from Group 3. (F) SEM micrograph of a bone region from a sheep in Group 3. Bone remodeling was seen (arrow), but there were no indications that resorption had occurred as it had in Group 2 sheep. The remodeling in this bone was likely a result of surgical trauma, and the bone grew close to the screw surface. (G) SEM micrograph from a sheep in Group 4. There were no signs of sequestrum formation underneath the SS plates in this Group of sheep. (H) SEM micrograph of a region near a cortical bone screw from a sheep in Group 4.

Please cite this article in press as: Williams DL, et al., In vivo efficacy of a silicone–cationic steroid antimicrobial coating to prevent implant-related infection, Biomaterials (2012), http://dx.doi.org/10.1016/j.biomaterials.2012.08.003
was seen near the screws (Fig. 10F). There were no indications that the bone had resorbed away in the regions near the screws in Group 3 or in Group 4 sheep as it did in those sheep from Group 2. Rather, it appeared that the bone remodeling that occurred in Group 3 and Group 4 sheep was related to the surgical procedure.

A much larger gap was seen between the cortical bone surface and SS plates of Group 1 sheep when compared to Group 2, Group 3 or Group 4. More specifically, the distance from the bone to the plate surfaces in Group 1 was \( \pm 1179 \pm 1257 \mu m \). In Group 2, Group 3, and Group 4, the gaps were \( \pm 316 \pm 382 \mu m \), \( 456 \pm 313 \mu m \) and \( 304 \pm 483 \mu m \), respectively. As will be seen in the histopathological results, the larger gap in Group 1 sheep was due to the presence of significant fibrous tissue formation and chronic inflammation. Notably, these data were collected only from sheep that survived to a 12-week endpoint.

5.7. MAR analysis

MAR results were collected from \( n = 4 \) sheep in Group 1, \( n = 8 \) in Group 2, \( n = 8 \) in Group 3 and \( n = 7 \) in Group 4. For sheep in Group 1, the average bone remodeling rate directly underneath the SS plate was \( 1.71 \pm 0.12 \mu m/day \). In Group 2 sheep the average rate was \( 1.53 \pm 0.32 \mu m/day \), in Group 3 sheep the average was \( 1.31 \pm 0.15 \mu m/day \) and in Group 4 sheep the average was \( 1.46 \pm 0.16 \mu m/day \). Images of double labels in the periosteal regions of Group 1 sheep showed that an intense remodeling response was present (Fig. 11A). However, typical double labels of osteoids were seen in the cortical bone regions (Fig. 11B). No significant response was seen in the periosteal regions of sheep in Group 2 and osteoid structures were present in the cortical bone region indicative of remodeling (Fig. 11C and D). A similar response as Group 2 was seen in Group 3 sheep (Fig. 11E and F) and this same response was seen in Group 4 sheep. Notably, calcein double labels further indicated bone viability.

5.8. Histology

Compared to Table 2, the histological sections from each of the four animal Groups displayed distinct morphologies of soft tissue and bone response to the various treatment methods (Table 5). Foremost, seven sheep from Group 1 showed clinical signs of Grade III osteomyelitis that were confirmed by chronic inflammation, significant fibrous encapsulation near screws and plates, and necrotic bone with sequestra formation (Table 5). The two sheep in Group 1 that were euthanized after one week had not yet displayed significant signs of inflammation, necrotic bone or sequestra formation likely due to the shortness of time that they survived, but they had positive growth by culture and displayed significant clinical signs of Grade III infection. None of the sheep in Group 2 or Group 4 showed signs of osteomyelitis and as mentioned, only one sheep in Group 3 had a soft tissue infection.

Sections stained with Sanderson’s bone stain showed that there was an observable difference between the bone/implant interface of Group 1 compared to Group 2, Group 3 and Group 4 sheep (Fig. 12). In three sheep from Group 1, chronic inflammation caused SS plates to be completely lifted off the surface of the cortical bone (Fig. 12A). Multiple foci of sequestra were found in Group 1 sheep, particularly in the region directly underneath the SS plates (Fig. 13A). No sequestra and less inflammation was seen in the same regions of sheep from Group 2, Group 3 and Group 4 (Fig. 13C, E & G). In addition, bone resorption commonly accompanied inflammation in the screw regions of Group 1 sheep (Fig. 13B). In contrast to what was seen in Group 1 sheep, bone remodeling was observed near the screws as opposed to resorption in those sheep from Group 2, Group

Please cite this article in press as: Williams DL, et al., In vivo efficacy of a silicone–cationic steroid antimicrobial coating to prevent implant-related infection, Biomaterials (2012), http://dx.doi.org/10.1016/j.biomaterials.2012.08.003
Histological analysis of bone sections further indicated that new bone growth was present in regions wherein resorption had occurred near the screws of sheep in Group 2 (Fig. 13D). Notably, there was no observable difference in bone or soft tissue morphology between sheep from Group 3 and Group 4, suggesting that CSA-13 alone had no adverse effect to bone remodeling or the overall health of the soft tissues.

Taken together, the results of the animal work indicated that CSA-13 had the ability to prevent osteomyelitis in 100% of sheep from Group 2 that were treated with biofilm and SS plates that contained the CSA-13 coating. Importantly, 100% of sheep from Group 1, which were treated with biofilm and PDMS only coated plates, did develop infection. One of nine sheep in Group 3 became infected and no sheep in Group 4 became infected. Results further suggested that those tissues exposed to CSA-13 did not appear to be adversely affected.

6. Discussion

Active release coatings for biomaterial devices have had limited clinical success. In order to address the limitations that have potentially contributed to this lack of success, this study initially performed in vitro testing using a flow cell system to model the flow of fluids in a physiological environment. Furthermore, an antimicrobial compound, CSA-13, was used as the active release agent of an active release coating as opposed to a traditional antibiotic compound. Well-established biofilms were used for the in vitro analysis and as initial inocula in the animal model. Overall it appeared that the in vitro work, wherein the CSA-13 coating reduced the number of bacteria in biofilms by greater than 8 log10 units in a 24-h period, translated to the in vivo work, wherein 100% of sheep from Group 2 were free of infection. Thus, at an 18% w/w concentration, CSA-13 appeared to reduce the number of bacteria in the biofilms to a level that could be handled by the host.

Using biofilms as initial inocula addressed the previous three limitations [31] that may accompany the use of planktonic bacteria in animal models of infection, such as those that are designed to develop combination products of biomaterial coatings and other...

Table 5
Results of comparing the histological sections of each sheep to Table 2. These results indicated that inflammation was present in sheep from all groups, with the highest level of inflammation being present in Group 1 sheep. Furthermore, bone necrosis was only seen in sheep from Group 1. A cortical bone response was also seen in sheep from each group, but this was a normal response to surgical trauma.

<table>
<thead>
<tr>
<th># of sheep from Group 1</th>
<th># sheep from Group 2</th>
<th># sheep from Group 3</th>
<th># sheep from Group 4</th>
</tr>
</thead>
<tbody>
<tr>
<td>Inflammation</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>0 0</td>
<td>1 2</td>
<td>3 3</td>
<td>4 4</td>
</tr>
<tr>
<td>1 1</td>
<td>4 3</td>
<td>1 0</td>
<td>0 0</td>
</tr>
<tr>
<td>2 2</td>
<td>0 0</td>
<td>0 0</td>
<td>0 0</td>
</tr>
<tr>
<td>3 3</td>
<td>0 0</td>
<td>0 0</td>
<td>0 0</td>
</tr>
<tr>
<td>4 4</td>
<td>1 0</td>
<td>1 0</td>
<td>0 0</td>
</tr>
</tbody>
</table>

Bone necrosis

<table>
<thead>
<tr>
<th># of sheep from Group 1</th>
<th># sheep from Group 2</th>
<th># sheep from Group 3</th>
<th># sheep from Group 4</th>
</tr>
</thead>
<tbody>
<tr>
<td>0 0</td>
<td>9 9</td>
<td>8 8</td>
<td></td>
</tr>
<tr>
<td>1 1</td>
<td>0 0</td>
<td>0 0</td>
<td></td>
</tr>
<tr>
<td>2 2</td>
<td>0 0</td>
<td>0 0</td>
<td></td>
</tr>
<tr>
<td>3 3</td>
<td>0 0</td>
<td>0 0</td>
<td></td>
</tr>
<tr>
<td>4 4</td>
<td>0 0</td>
<td>0 0</td>
<td></td>
</tr>
</tbody>
</table>

Cortical bone response

<table>
<thead>
<tr>
<th># of sheep from Group 1</th>
<th># sheep from Group 2</th>
<th># sheep from Group 3</th>
<th># sheep from Group 4</th>
</tr>
</thead>
<tbody>
<tr>
<td>0 0</td>
<td>2 2</td>
<td>3 1</td>
<td>1 1</td>
</tr>
<tr>
<td>1 3</td>
<td>1 5</td>
<td>6 6</td>
<td></td>
</tr>
<tr>
<td>2 2</td>
<td>4 0</td>
<td>0 0</td>
<td></td>
</tr>
<tr>
<td>3 1</td>
<td>1 0</td>
<td>0 0</td>
<td></td>
</tr>
<tr>
<td>4 4</td>
<td>1 1</td>
<td>0 0</td>
<td></td>
</tr>
</tbody>
</table>

Fig. 12. (A) Macroscopic image of a bone section from a sheep in Group 1. This section was stained with Sanderson’s bone stain and highlights the presence of infected bone, chronic inflammation, significant bone resorption and shows how an SS plate was lifted off the surface of the cortical bone. (B) Macroscopic image of a bone section from a sheep in Group 2. Note the lack of inflammation directly underneath the SS plate despite the fact that billions of bacteria had been placed there initially. As was seen in the radiographs, there was a “C” shaped area of resorption near the screws, yet the dark pink bone indicated that new bone was forming in those regions. (C) Macroscopic image of a bone section from a sheep in Group 3. (D) Macroscopic image of a bone section from a sheep in Group 4.
antimicrobials. 1) Planktonic cells may be cleared by the immune system more readily than cells residing in a biofilm. Thus, when planktonic cells are used in in vivo models, it may be that they are eradicated before they can form biofilms. As mentioned, this may contribute to the low reproducibility for the induction of osteomyelitis. 2) It is becoming ever more evident that planktonic bacterial cells are more susceptible to antibiotics than those residing in a biofilm [63]. If antibiotics are administered prophylactically immediately following inoculation, they may affect planktonic bacteria more effectively and rapidly than they would biofilm bacteria. 3) When planktonic bacteria are added to the body, the possibility exists for them to be dispersed rapidly away from the site of initial inoculation due to the presence of flowing fluids in the body. This could dilute the concentration of bacteria per given area—potentially making it easier for the body to handle the bacterial load and prevent attachment to tissue or a medical device. Despite these limitations, the investigators acknowledge that the use of planktonic or biofilm bacteria is application dependent and there are multiple methods of developing infection that can benefit chronic biofilm-related infection studies.

Notably, osteomyelitis developed in all (100%) sheep from Group 1 (positive control) of this study, whereas 0% (0/9) of sheep in Group 2 (treatment group) became infected. As such, the hypothesis that CSA-13 would prevent biofilm implant-related infection from developing was supported. This contrast of 100% vs. 0% infection provided two points of interest with respect to CSA-13. First, the results of this work indicated that CSA-13 had the ability to eradicate very high inocula of bacteria residing in the biofilm phenotype. Traditional antibiotics do not appear to have this same ability [63]. Although the data is not shown, the authors have tested vancomycin as the active release agent of the PDMS coating described in this project against the same MRSA biofilms used in this study. Results from this work showed that under the same in vitro conditions, vancomycin was only able to reduce the number of bacteria in biofilms by ~2.5 log10 units, which may have little to no clinical relevancy. Second, when used as the active release agent of the PDMS coating in this study, CSA-13 was able to elute into the surrounding tissues and fluids and prevent biofilm implant-related osteomyelits from developing. With respect to its method of action against these biofilms, the function of CSA-13 has been elucidated by E pand et al. [49] and Bucki et al. [50]. In short, the positively charged components of CSA-13 allow it to interact with the negatively charged components of bacterial cell membranes. CSA-13 causes a disruption, i.e., permeabilizes the cell membrane, which causes the cellular surface to become corrugated and ultimately cytoplasmic components to be released. Cellular death then follows. Importantly, this method of action is similar to the method of action of naturally occurring AMPs as was shown by Fantner et al. [64]. Taken together, the results of this study indicated that the CSA-13-based active release coating developed for this study may have the potential to translate to clinical paradigms of biofilm implant-related infections. The fact that 1 in 9 sheep (11%) in the negative control group (Group 3) became infected and that one other sheep in this group had positive growth on a PEEK membrane further demonstrated the effectiveness of the CSA-13 coating.

As was reported in our pilot study [52], the biofilms in this study appeared to have a gradual adverse clinical effect on the sheep. More specifically, osteomyelitis developed slowly, and persisted without significant signs of distress in 6 of 9 of the animals in Group 1. This may be similar to biofilm-related infections that are seen clinically [2]. In patients, biofilm-related infections can take months or years to develop, and may persist without significant morbidity or mortality [2]. This may be due to the quiescent nature of biofilms and the fact that they have already established a community. Planktonic bacteria have yet to develop a community and it appears that their “goal” in the majority of ecosystems is to find a location to colonize and then begin to develop a biofilm community [65].

From the radiographic, SEM and histological data, there were important observations made specifically related to Group 2 sheep, i.e., those that were treated with CSA-13 coated plates and biofilm. Resorption was specifically seen near the screw regions in all nine sheep from this Group. In all cases, the resorption that occurred did not appear to adversely affect the overall health of the tissues or the
success of the coating, and new bone growth was present in the regions where resorption had occurred. Furthermore, in those sheep from Group 4 that were treated with CSA-13 and no biofilm, this pattern of resorption and bone remodeling was not seen.

The authors hypothesize that the process of bone resorption that was followed by new bone growth in Group 2 sheep was a result of initial trauma caused by the MRSA biofilms. This observation would coincide with what was elucidated from the in vitro work. More specifically, from the in vitro work it was seen that MRSA biofilms were not completely eradicated by CSA-13 within 24 h. There were less than $10^3$ CFU on average on the surface of the PEEK membranes, but there were also roughly $10^5$ CFU in the bone samples. This suggested that the bacteria in the biofilms had the ability to “hide out” in the bone wafers. Thus, in the in vivo setting, it may have taken CSA-13 and the host immune components several days after surgery to eradicate all of the bacteria, in particular if the bacteria were hiding out in the host bone as they did in vitro. As such, it appeared that the bacteria may have colonized and perhaps caused an acute infection in the host bone that led to resorption. Yet once the bacteria were eradicated by CSA-13 and the host, the bone was able to remodel those areas that had resorbed by laying down new bone. These data suggested that at an early stage there was a risk of urethral stricture. The role of E. coli, Enterococcus faecalis, coagulase negative staphylococci, Escherichia coli, Acinetobacter baumanii, Klebsiella pneumoniae and others. Second, the efficacy of the CSA-13 coating will need to be confirmed with other biomaterial devices such as catheters, endotracheal tubes, intramedullary nails, total joint replacement devices and pacemaker leads. Third, as this was a developmental model to test the ability of biofilms to cause infection, antibiotics were not used. However, if this were a clinical scenario, prophylactic antibiotics would have accompanied the implantation of the devices. Fourth, in the animal model that was used for this study, there was no fracture created and the amount of CSA-13 that was present in the sheep was not determined. Additional work is currently being undertaken to address this fourth limitation. Fifth, in the in vitro experiments, the release kinetics of CSA-13 were variable during the first 24 h and the amounts of CSA-13 may have been lower than what was actually released due to adherence of the microorganisms to the plastic tube, compounds in the broth, the bone, and/or bacterial cells. Despite this limitation, the release profile of CSA-13 was such that infection was prevented in the in vivo analysis. Work is currently underway to more accurately determine the concentration of CSA-13 that is released in vivo using an additional animal model.

The animal model used in this study provided a promising outcome in that it may be used by future researchers and clinicians to utilize a reproducible model to examine the therapeutic potential of systemic antimicrobials and/or antibiotic coatings on biomedical devices to treat and prevent biofilm-related osteomyelitis, as well as other biofilm-related infections. It may be that the use of this and similar animal models using biofilms as initial inocula will result in an important addition to the field of biofilm research that adds onto the work that has been done with planktonic bacteria. This addition may lead to the development of antimicrobial therapies, such as coatings on devices, that could help prevent biofilm-related infections in a more effective manner.

7. Conclusion

These data indicated that when used as the active release agent of a PDMS-based active release coating, CSA-13 had the ability to prevent biofilm implant-related osteomyelitis from developing in a sheep model of a simulated Type IIIIB open fracture. As such, CSA-13 shows promise to translate to clinical applications wherein it could prevent biofilm implant-related infections from developing and alleviate suffering in a variety of patients.

Acknowledgments

This material is based upon work supported by the Office of Research and Development, Rehabilitation R&D Service, Department of Veterans Affairs Medical Center, Salt Lake City, UT. The project described was also supported by Award Number RO1AR057185 from the National Institute Of Arthritis And Musculoskeletal And Skin Diseases. The content is solely the responsibility of the authors and does not necessarily represent the official views of the National Institute Of Arthritis And Musculoskeletal And Skin Diseases or the National Institutes of Health. This study was also supported by the Albert and Margaret Holmes Chair and the Department of Orthopaedics, University of Utah School of Medicine, Salt Lake City, UT. The authors wish to thank Mr. and Mrs. George and Lisa Etheridge, Mr. and Mrs. Jim and Maria Hess, and Dr. Richard E. and Mrs. Susan Jones for their generous donations. Gratitude is given to Dennis Romney for manufacturing the plates used in this study, and Kassie Woodbury, Andrew Grange, Dr. David Moore, Ryan Farnsworth and Julia Lerdahl for their technical and animal support. Finally, the authors thank the animal care team, surgical technicians and veterinary staff at the University of Utah CMC facility.

References


Rupp ME, Finch RG, editors. Biomaterials (2012), http://dx.doi.org/10.1016/j.biomaterials.2012.08.003


Epand RF, Pollard JE, Wright JO, Savage PB, Epand RM. Depolarization, cationic steroid antimicrobial coating to prevent implant-related infection, Biomaterials (2012), http://dx.doi.org/10.1016/j.biomaterials.2012.08.003


